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that the PG fall-off distribution along the beam path is associated with the dose profile in the Bragg peak 
(BP) distal fall-off region. Quantitative characterization of this association, particularly with respect to the 
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Monte Carlo simulations have been used to study the energy spectral and spatial characteristics of the 
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simulation. The angular dependence of PG detection as a function of beam energy and PG energy has 
been characterized with respect to the BP. Our results show that there exists an angular preference for PG 
detection, which has a strong dependence on the beam energy. As the beam energy increases, the 
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Characterization of Angular Detection Dependence of 
Prompt Gamma-rays with Respect to the Bragg Peak 
in a Water Phantom Using Proton Beam Irradiations 
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 Abstract–The rationale for utilizing the prompt gamma (PG) 
signal for in vivo proton beam range verification is such that the 
PG fall-off distribution along the beam path is associated with 
the dose profile in the Bragg peak (BP) distal fall-off region. 
Quantitative characterization of this association, particularly 
with respect to the BP, is of great importance to assess its 
limitation and aid in the development of a clinically reliable PG 
imaging system to maximize PG detection. In this work we 
investigate the angular dependence of PG detection with respect 
to the BP for in vivo beam range verification in proton radiation 
therapy. Geant4 Monte Carlo simulations have been used to 
study the energy spectral and spatial characteristics of the PG 
signal from high-energy proton beam irradiations. A cylindrical 
water phantom (ϕ30 cm x 50 cm) with an ideal detecting cylinder 
(ϕ100 cm x 50 cm) coaxially surrounding the phantom has been 
used in the simulation. The angular dependence of PG detection 
as a function of beam energy and PG energy has been 
characterized with respect to the BP. Our results show that there 
exists an angular preference for PG detection, which has a strong 
dependence on the beam energy. As the beam energy increases, 
the longitudinal angular preference for PG detection becomes 
increasingly backward with respect to the BP position. Although 
the maximum of the PG measurement associated with the BP is 
difficult, it can be optimized with energy and angular detection 
preferences. 
I. INTRODUCTION 
rompt gamma (PG) rays, as a secondary by-product 
generated inside the patient from proton beam irradiations, 
have been proposed for in vivo beam range verification to 
monitor the dose delivery during the treatments [1]-[3]. The 
PG imaging method has a unique advantage to overcome the 
limitation of the in vivo positron emission tomography (PET) 
method because it can enable real-time tracking of the Bragg 
peak (BP) during beam delivery with no washout effect [4]. 
Significant research efforts have been made in the 
development of clinically suitable and reliable PG imaging 
technology for in vivo beam range verification [5]-[10]. 
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The rationale for utilizing PG signal for in vivo beam range 
verification is based on the fact that the PG fall-off 
distribution along the beam path is associated with the dose 
profile in the BP distal fall-off region [1], [2]. However, their 
relationship has complicated characteristics because they 
result from different physical processes. The dose deposition 
is mainly the result of the Coulomb interaction between the 
proton beam and tissue’s electrons while the PG emissions 
result from nuclear interactions between the proton beam and 
tissue’s nuclei. There is no exact one-on-one relationship 
existing between PG emission and the dose deposition. As 
pointed out in [11] there are many factors influencing the 
accuracy of beam range estimation using PG emission. 
Quantitative characterization of the correlation between these 
factors, particularly with respect to the BP, is of great 
importance to assess its limitation and aids in the design of a 
clinically reliable PG imaging system. 
The energy spectral characteristics of PG emissions from 
proton irradiations have been extensively studied and verified 
by several research groups [12], [13]. Proton-induced PG 
emission exhibits a broad energy spectrum in a range of 2-15 
MeV and is dominated by a number of characteristic gamma-
lines that depend on the elements of the irradiated tissue 
composite [14]. A recent study from Verburg et al. [15] shows 
that identifying those discrete PG lines could provide several 
benefits to improve the accuracy and efficiency of beam range 
verification. Quantitative measurements of the characteristic 
PG rays can be used for precise proton range verification in 
the presence of tissue with an unknown composition. 
Our previous simulation study [16], [17] has characterized 
the relationship between the PG emission fall-off and the BP 
distal fall-off in water and PMMA phantoms. Strong 
correlation with high accuracy between the characteristic PG 
emissions and the BP has been observed. Submillimeter shift 
of the BP position has been identified from the emitted PG 
distribution, but the detectable PG distributions out of the 
phantoms are significantly different from the emission 
distributions. How the detectable PG yields out of the patient 
affect the BP tracking needs to be assessed. Further 
investigation of the spatial characteristics of the detectable PG 
distribution could provide valuable information to optimize 
the PG measurement associated with the BP tracking. 
In this work, we investigate the angular distribution of the 
detectable PG yields out of a water phantom with respect to 
the BP to maximize the PG detection efficiency for real-time 
beam range verification in proton beam irradiations. Extensive 
Geant4 Monte Carlo simulations have been used to study the 
angular dependence of the PG measurement with respect to 
P 
 
the BP as a function of proton beam energy and PG energy 
window. 
II. METHODOLOGY 
Geant4 [18], [19], version 10.00 was adopted to 
characterize the PG emission from proton pencil beam 
irradiations of a homogeneous water phantom (H2O, density of 
1g/cm3). The cylindrical phantom has a radius of 30 cm and 
height 50 cm. The geometrical setup of the simulations is 
shown in Fig. 1. The proton pencil beam is incident normally 
on the surface of the phantom, along the cylinder axis (z-axis). 
Monoenergetic proton beams of energy 100, 120, 140, 160, 
180 and 200 MeV were simulated. 
The Geant4 physicslist includes both electromagnetic 
(Livermore Low Energy Package) and hadronic physics 
(QGSP_BIC_HP for protons, neutrons and pions, Binary Ion 
Cascade model for ions). The production threshold of 
secondary particles was fixed to 0.05 mm. 
As shown in Fig. 1, a dummy cylinder (called detection 
cylinder) with radius 50 cm is modelled coaxially surrounding 
the phantom and registers secondary radiation from the 
proton-induced phantom. 
The output of the simulation consists of the energy and 
location of the secondary photons and neutrons when they 
originate within the phantom and when reaching the detection 
cylinder’s surface. The preferential position for PG 
measurement, using the detection cylinder, is denoted with the 
angle θpref. This angle θpref is formed between P, the most 
probable point on the detection cylinder traversed by the 
photons and the normal to the main axis of the phantom 
passing by the proton beam range, see Fig. 1. θ represents all 
other angles subtended from the normal. 
The main characteristics of PG emission and detection in 
terms of the beam energy and PG energy window dependence 
can be investigated. 
 
 
Fig. 1. Geometrical setup of the Geant4 simulation, cross-section view (left) 
and side-view (right). The proton pencil beam is incident normally on the 
surface of the phantom, along the cylinder axis (z-axis). The detection 
cylinder is also shown, with the preferential position of PG detection 
determined with the angle θpref. 
III. RESULTS 
A. PG Emission Characteristics in the Phantom 
The calculated beam ranges at the 50% BP distal fall-off for 
the proton pencil beams of 100, 120, 140, 160, 180 and 200 
MeV in the water phantom are approximately 76, 106, 139, 
176, 215 and 258 mm, respectively. 
Fig. 2 shows the energy spectra of gamma photons 
produced in the water phantom for proton beam energies from 
100-200 MeV. These energy spectra show consistent 
characteristics over a wide beam energy range and have 
several distinguishable emission lines produced by non-elastic 
proton-nuclei interactions with major constituent elements of 
the phantom material. These characteristic spectral lines 
include a positron annihilation gamma peak at 0.511 MeV 
(15O), a 2.22 MeV gamma peak from the capture of secondary 
thermal neutrons by Hydrogen, and three prominent PG lines 
of 4.44, 5.21 and 6.13 MeV. The 4.44 MeV PG emission line 
is the most prominent in both phantoms as it originates from 
the de-excitations of 12C*, arising from proton nuclear 
interactions with oxygen nuclei. The 5.21 MeV PG emission 
line is from 15O* de-excitations, and the 6.13 MeV PG line is 
from 16O* de-excitations. Then the characteristics of the 
individual PG lines are further investigated by employing 
three equal-width energy windows of 4.2-4.6 MeV, 5.0-5.4 
MeV, and 5.9-6.3 MeV. An additional larger energy window 
of 4.2-6.3 MeV is also used to look into the overall effect from 
all three PG lines. The angular PG yield distribution and 
correlation with the BP in each energy window are quantified. 
 
 
Fig. 2.  Monte Carlo calculated energy spectra of gamma photons generated in 
the water phantom from different proton beam energies of 100-200 MeV. 
 
B. Preferential Angular Dependence for PG Measurement 
By virtue of an ideal detection cylinder coaxially 
surrounding the phantom, the angular distribution of the 
detectable PG yields has been characterized. As expected, the 
detectable PG distributions show an isotropically azimuthal 
distribution, but non-isotropically longitudinal distribution. 
Figs. 3, 4 and 5 show typical non-isotropically longitudinal 
angular distributions of the PG yields out of the water 
phantom with different PG energy windows of 4.2-4.6, 5.0-
5.4, 5.9-6.3 and 4.2-6.3 MeV respectively, at different proton 
beam energies of 100, 160 and 200 MeV. Unlike the emitted 
longitudinal distribution within the phantom [16], [17], there 
is no sharp fall-off of the detectable PG yield distribution in 
the BP distal fall-off region. However it shows that there 
exists an angular preference for PG measurement to maximize 
the geometrical efficiency of PG detection associated with the 
BP. The preferential angle at the maximum PG yield position, 
θpref, is determined by a curve fitting with a 4th-order 
polynomial function. 
 
 
 
 
 
Fig. 3. The longitudinal angular distributions of the PG yields from 4.2-4.6, 5.0-5.4, 5.9-6.3 and 4.2-6.3 MeV PG energy windows reaching the 
detection cylinder at the proton beam energy of 100 MeV. The dash-line denotes the 50% BP fall-off position. The solid-line curves are the 
curve fitting with a 4th-order polynomial function. 
 
 
 
 
Fig. 4. The longitudinal angular distributions of the PG yields from 4.2-4.6, 5.0-5.4, 5.9-6.3 and 4.2-6.3 MeV PG energy windows reaching the 
detection cylinder at the proton beam energy of 160 MeV. The dash-line denotes the 50% BP fall-off position. The solid-line curves are the 
curve fitting with a 4th-order polynomial function. 
 
 
 
 
 
 
Fig. 5. The longitudinal angular distributions of the PG yields from 4.2-4.6, 5.0-5.4, 5.9-6.3 and 4.2-6.3 MeV PG energy windows reaching the 
detection cylinder at the proton beam energy of 200 MeV. The dash-line denotes the 50% BP fall-off position. The solid-line curves are the 
curve fitting with a 4th-order polynomial function. 
 
 
 
 
Fig. 6. The PG yield in the 4.2-6.3 MeV PG energy window reaching the detection cylinder as a function of the angle θ with respect to the 
proton beam range in the phantom at the 50% BP fall-off position (denoted by the dash-line) at different proton beam energies of 100, 120, 
140, 160, 180 and 200 MeV. The bin width for yield values is ~1o.
 
 
 
 
Fig. 6 shows the dependence of the longitudinal angular 
distribution of the detectable PG yields on the proton beam 
energies. As expected, the angular distributions of PG yields 
show strong dependence on the proton beam energy. As the 
beam energy increases, the longitudinal angular distributions 
are increasingly backward peaked with respect to the BP 
positions. Table I shows the extracted angular preferences for 
PG measurements in different PG energy windows as a 
function of the proton beam energy. 
 
TABLE I. LONGITUDINAL ANGULAR PREFERENCE OF TOTAL GAMMA AND PG 
EMISSIONS WITH RESPECT TO THE BP FOR EACH PROTON BEAM ENERGY. 
Proton 
beam 
energy 
(MeV) 
 Angular preferences, θpref (±1o), in different gamma 
photon energy windows (MeV) 
NO 
WINDOW 
4.2-4.6 5.0-5.4 5.9-6.3 4.2-6.3 
100 1 -2 -1 0 -2 
120 0 -5 -2 -2 -3 
140 -3 -6 -3 -3 -5 
160 -6 -7 -8 -7 -8 
180 -8 -9 -8 -9 -10 
200 -10 -12 -11 -10 -11 
*Negative values represent backward peaked emission while positive values 
represent forward peaked emission. 
 
The longitudinal angular preference data show a strong 
dependence on the proton beam energy. At the low proton 
beam energy of 100 MeV, the angular preference (θpref) for 
4.2-6.3 MeV gamma photons is around -2o, which is slightly 
backward with respect to the BP position. As the beam energy 
increases, the angular preference to maximize the number of 
detectable PG rays gets increasingly backward with respect to 
their BP position. At the high beam energy of 200 MeV, the 
angular preference (θpref) for 4.2-6.3 MeV gamma photons 
becomes around -11o, which is significantly backward with 
respect to the BP position. 
The angular preference for PG measurements also shows 
considerable variations with PG energy windows. The data 
show that selecting specific PG energy windows θpref changes 
within 2-3 degrees. 
IV. DISCUSSION AND CONCLUSION 
By virtue of an ideal detection cylinder, the angular 
characteristics for PG measurement from a water phantom 
using 100-200 MeV proton beam irradiations have been 
investigated in this study. The non-isotropic longitudinal 
distribution of PG emission results in an angular preference 
for PG detection in the detection cylinder, which could be 
utilized for maximizing the geometrical efficiency of PG 
measurement. Our results show that there is no sharp fall-off 
of the detectable PG yield distribution corresponding to the 
position of the proton beam range.  
However, there exists an angular preference for PG 
measurement with respect to the BP position, which has a 
strong dependence on the proton beam energy. As the beam 
energy increases, the angular preference to maximize the 
number of detectable PG rays becomes increasingly backward 
peaked with respect to their BP position. This implies that the 
detector with sufficient longitudinal angular coverage is 
needed for the BP tracking, especially for the Spread-Out 
Bragg Peak tracking. 
Although it seems impossible to maximize the PG detection 
associated with the BP position, the PG measurement can be 
optimized with energy and angular detection preferences. The 
design of a PG detector with particular energy and geometrical 
acceptance preferences is desirable. Further work is necessary 
if the detection of PG associated with the BP is to be 
optimized with a specific PG detector system. 
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